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I, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1) I am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.
(3) I am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring

that persons

responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for

maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

verification.
(6) The referenced instrument is certified for evidentiary use in the State of Alaska.
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Subscribed and swomn before me this I day of Su~g | Qc’éd?/

/Z /// \\\\\\\\\\\lll.liiﬁ//,//
(Notary Seal Stamp) @ - eos ....,

A4blyn MNotand 1. Kioreaga § g %
Notary Public, State of Alaska E "'. %
Commission Expires with Office E { NOTARY : E

2+, PUBLIC /x §
BT9 06/03 Z 0. .{3’@
% 4 € -Ou.- “ §\

//////IIIIII m\\\\\\\\\




VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N 130116

(CONTINUED FROM FRONT PAGE)

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK

BT9 06/03

PLASKR DEPRRTHENT O PUBLIC SAFETY

LESKA DEPARTIENT OF PUBLIC SAFETY DATRAFSTER cdo L

'{ [ 3
DATAMASTER cde 178116 AT
WARCH 84, 2011 %\«2?\\%\\ TIE 13:22

KEURH, STEE
gER - -

T : PROGRH: 0w

£T'S FIRST SREAAT : :

TEST SOFTHARE DATE: B//a1
0L, %8 . :
OEPT/RGENCY: £ HERTERS
COSE/REPORT: 89 SUPLE CHUBER: 45
TEST TVE: § BREATH TUBE: 4
ALLO TARGET VRLUE: 678
RO S 77111 BROETER: ¥.3 in

~— BREATH BHALYSIS —- FLOM DETECTOR: W
ﬁmmm i o 13:04 ;IKIESPEE) o
BLANK TEST W 30 o
INERWL STRHOARD  URRIFIDD  [3:25 BETECTOR: ok
pren N S

3 ; 1318 QR :

Ao w3 . ) .
BLAK TEST w5 CALIBRATION: KA
PRINTER TEST

RO - TSR0 YIRCIERG
HIKLAOPORSTIRNIYZE 1 sbede fehjklano
parstumyzi il




